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E E G P e edback __U nits and Acc ess or i e s 

Autoqen 120a Encephalograph Analyzer 

EMG Feed b ack Units and Accessorie s 

Autogen 1700 Myograph Analyzer (includes two Standard EMG 
electrode assemblies) 

Feedback Dermograph U n its a n d A ccessories 

Autogen 3400 Feedback Dermograph (includes both standard and 
optional dermograph electrodes) 

Feedback Thermom eter Units and Ac cessories 

Autogen 2000b Feedback Thermometer with research grade 
thermistors 

Digital Data Acquisition Systems 

Autogen 5800 Multi-Channel Data Acquisition Center 

Autogen P5Q0Q Alpha/Numeric Digital Printer (for use with 
A5500/A5800 ) 

Autogen 19000 Analog Isolation Modules (One required for each 
channel of A5500/A5800 for artifact rejection). 

Gener al A cce ssor i es 

Stereo Headphones 

High Efficiency Speaker/Custom Cable 


t 


unclassified 

Approved For Release 2000/08/08 : CIA-RDP96-00788R001 700070005-3 


